A disposable, screen-printed electrode for the amperometric determination of azide based on the immobilization with catalase or tyrosinase.
A disposable, screen-printed electrode based on the immobilization of catalase or tyrosinase was developed to construct biosensors for the amperometric determination of azide. The determination principles for azide by these two methods are based on inhibiting the enzymatic consumption of an electrode-detectable substance (hydrogen peroxide or catechol) on an enzyme-immobilized electrode. Both of these methods show a sensitive detection range and a short measuring time.